Results
A total of 448 measures were made using angle blocks and 16 on the casts. There were no differences found between the two observers or the two different occasions on the angle blocks (Figure 2 ). One iPhone, however, consistently measured incorrectly by an average of -1.1 degrees (-0.7 to -1.6). Measures on the four casts ranged from 4 to 9.5 degrees. The variability of measuring the casts was greater with a maximum difference of 3.3 degrees (Figure 3 ).
Conclusions
When compared to accurate angle blocks the iPhone Scoliscreen takes consistent measures. Some improvements can be made to the application. Namely, the addition of a calibration or zeroing feature. Caution should be used if different phones are used to take measures or if the iPhone is tilted. As expected, measuring the casts was less repeatable than the precise angle gauge blocks. However, it is safe to conclude that this application could be used to measure the trunk deformation on scoliotic patients.
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